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ABSTRACT 

An  ajiparatUB  for  exposing  mice  to  an  Mrosol  of  mlcroorgemlsms 
has  been  developed.  It  Is  a  modification  of  the  Henderson  appara- 
tus>  adapted  for  e3q>osure  of  smaller  animals.  The  design  allows 
for  placement  of  the  complete  apparatus  in  a  bacteriological  hood. 
Although  of  relatively  slaqple  design  and  operation^  it  has  proven 
highly  dependable. 


SinMARY 


The  Problem 

To  develop  cm  apparatus  for  exposing  nice  to  an  aerosol  of 
microorganisms.  The  apparatus  should  be  of  relative  slo^liclty  of 
design^  and  small  enough  to  be  placed  In  a  bacteriological  hood. 

The  Findings 

A  modified  Henderson  apparatus  was  designed  for  exposing  mice 
In  groups  of  up  to  4o  animals.  Because  of  Its  basic  design,  the 
apparatus  could  be  placed  In  a  bacteriological  hood,  and  has  proven 
both  reliable  and  serviceable. 
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IMTRODUCTICT 


The  apparatus  originally  described  by  Henderson  (l)  is  used  to 
generate  an  aerosol  of  microorganisms.  The  mlcroorgtuilsmSf  nixed 
with  air,  flow  past  the  ejqperimental  animals  to  8aBq>le  collecting 
stations.  This  apparatus  was  too  Isorge  to  be  placed  In  a  bacterlo- 
loglcsd.  hood,  of  elaborate  design,  smd  not  adaptable  for  use  with 
animals  as  small  as  mice. 

The  modification  described  In  this  report  vas  developed  to 
eiqpose  mice,  vblch  had  received  continuous  low  level  gamna  radia¬ 
tion,  to  varying  doses  of  the  microorg^anlsa.  Listeria  monocytogenes. 
The  apparatus  Is  relatively  small,  easy  to  operate,  and  has  proven 
very  serviceable. 

PmraiCAL  DESCRIPTIOH 

The  conqponents  of  the  apparatus  are  shown  in  Fig.  1.  They 
consisted  of  a  pressure  puiQ),  a  Wells  atomizer,  mixing  chamber, 
animal  expos\ire  chambers,  edr  ssm^lers,  and  a  vacuum  puo^. 

The  Hells  atomizer  (2),  an  internal  spray  type,  vas  made  of 
glstss,  and  utilized  a  perlphers^.  fluid  Jet  nozzle. 

The  mixing  chandwr  cooslstad  of  an  air  mixing  section  and  an 
additional  Mrosol  mixing  section.  The  air  mixing  section  was  a 
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Fig.  1  Modified  Henderson  apparatus  for  respiratory  infection  of  mice 


brass  tube  2  3/l»  Inches  In  dlsateter  and  6  3/4  Inches  long.  Two 
atmospheric  Inlets  were  located  at  the  top  and  bottom  of  the  tube 
1/2  inch  from  the  Intake  end.  The  aerosol  nixing  chamber  was  a 
copper  tube  2  l/4  inches  In  diameter  emd  24  Inches  long.  A  water 
manometer  was  connected  to  the  tc^  of  the  section.  The  two  sec¬ 
tions  were  connected  by  90*  angle  copper  tubing. 

Chambers  for  animal  exposure  consisted  of  air  tight  cast 
edumlnum  rectangular  boxes  11  inches  long>  2  l/2  Inches  deep  suid 
3  1/8  Inches  wide  (inside  meeisurement) .  To  Insure  an  air  tight 
fit,  a  rubber  gasket  was  permanently  affixed  to  the  outer  peri¬ 
meter  of  the  cover.  The  aerosol  Inlet  and  outlet  located  at  either 
end  were  protected  frcm  the  animals  by  use  of  baffles.  Placing  of 
the  animsds  in  the  exposiire  chamber  was  facilitated  by  construc¬ 
tion  of  boxes  from  l/4  Inch  mesh  wire  screening  hardware  cloth. 
These  boxes,  which  fit  inside  the  e^^sure  chamber,  were  hinged  at 
one  end,  thus  providing  a  small  opening  for  inserting  or  removing 
mice.  The  chambers  could  hold  up  to  ten  mice  each,  smd  the  ai^psu'a- 
tus  accommodated  four  such  chambers. 

The  air  ssntpler  consisted  of  metal  Inplngers  supplied  throu^di 
the  courtesy  of  Mr.  W.  B.  Leif  of  the  U.  S.  Navsd  Biological  Lab¬ 
oratory,  Oakland,  California.  The  sampler  was  made  frcm  a  piece 
of  ^  inch  stsdnless  steel  tubing  (outside  diameter  l/4  inch).  On 
the  bottom  end  was  soldered  a  l/32  inch  plate  with  a  critical 
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orifice  made  by  use  of  a  466  drill.  The  iaplnger  flow  rate  was 
6.00  t  0.OU8  liters  per  minute.  The  sampler  collection  bottles 
were  four  ounce  French  Square  bottles. 

The  air  pressure  pump,  Hodel  IO32  A,  and  the  vacuum  punq>. 
Model  1033  S,  were  obtained  frco  the  Arthur  B.  Thomas  Co.,  P.  0. 
Box  779,  Philadelphia  5,  Pa. 

OPERATION 

The  standard  operating  procedure  for  this  apparatus  was  as 
follows: 

a.  The  Wells  atomizer  was  filled  with  50  ml  brain  heart 
Infusion  broth  cultiire  of  the  test  organism. 

b.  Ten  mice  were  placed  in  each  exposure  chamber. 

c.  Air  saiiq)ler  bottles  were  filled  with  10  ml  of  1^  tryptose 
broth  plus  3  d.rops  of  Dow  Coming  Antifoam  B.  The  im- 
pinger  orifice  was  positioned  1  inch  from  the  bottle 
bottom. 

d.  To  air  wash  the  animals,  the  vacuum  pump  was  activated 
for  about  45  seconds  before  starting  the  pressure  pump, 
nie  manometer  Indicated  a  sll^t  pressure  differentlsd. 
After  the  desired  run  time,  the  pressure  punp  was  stopped 
about  45  seconds  before  the  vacuum  pusqp. 

e.  Plate  counts  of  serisG.  dilution  of  the  broth  In  the 
sampler  bottles  were  made.  The  number  of  organisms  each 


4 


mouse  received  was  obtained  by  the  foUovlng  calculation: 

Sampler  count  X  ml  of  collecting  fluid  _  organisms 
la^inger  flow  rate  X  exposure  tine  ~  liter 

Org^lsms  ^  ^  ^  j^q-3  ^  velj^t  of  mouse  X  e:q>osure  time  - 

organisms 

mouse 

1.25  X  10  ■  average  value  for  resplratoi^  volume  of  mouse 

expressed  In  liter  per  minute  per  gram  body  weight  (h). 
SAEETr  PRECAUTIONS 

Because  of  the  pathogenic  nature  of  the  test  organism,  opera¬ 
tion  of  the  apparatus  was  carried  out  In  a  bacteriological  hood. 

The  hood  was  vented  to  the  outside  atmosphere  through  a  series  of 
bacteriological  glass  fiber  filters.  Air  drawn  through  the  sane 
filter  system  was  removed  to  maintain  a  negative  pressure  In  the 
laboratory  room.  Operating  personnel  wore  a  standard  Navy  B  W 
gas  mask  and  protective  clothing,  as  it  was  necessary  to  open  the 
hood  to  exchange  mice  and  samples. 

CONCHJSIOMB 

The  modified  Henderson  apparatus  described  has  proven  hl^ily 
satisfactory  for  exposing  up  to  Uo  mice  to  an  aerosol  of  micro¬ 
organisms.  Its  contact  design  El.lowed  It  to  be  placed  in  a 
bacteriological  hood,  thus  providing  protection  to  the  operating 
personnel.  Operation  over  a  period  of  two  year  has  demonstrated 
that  this  Is  a  very  servleeahle  and  dependable  design. 
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